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Figure 2. A healthy baby with good
fixation. It is clear that he can see the
camera and is reaching out for it.

This can be recorded using CSM
notation, where:
• C = Central (fixing)
• S = Steady (following)
• M = Maintained (fixation resumed
after cover/uncover)

Tips for examining a baby

• Try to carry out as much of the
examination as possible without
touching the baby. Children often
resist having their eyes held open, for
example.
• Have many toys available. For each
new toy, the baby will momentarily
hold their eyes steady, allowing a
quick examination. If available, use
toys which are bright and can flash
on and off. A good rule to remember
is one toy, one look.
• Don’t be embarrassed about making
funny noises! These help to attract
the baby’s attention and to keep
them interested and calm.
• In order to be able to do a more
detailed examination in an infant,
examine the child while he or she is
being bottle fed or breast fed.

Sue Stevens

If you are struggling, ask the parent’s
permission to wrap the baby. Place
the baby on a blanket or sheet, hold
the arms to the side and the legs
straight, and wrap the blanket around
the body and arms (Figure 3). Ask
the parent to hold the baby. Either
the parent or a helper can then
carefully open one eye at a time for
the examination by gently holding the
eyelids apart, without putting pressure
on the eye. Remember that this may
be very stressful for both the baby and
the parent.

Figure 3. Wrapping a baby for an eye
examination.

Care

• Keep the instrument in its case or pouch
when not in use.
• Make sure the on-off switch is fully turned
off (a click sound will be heard) before
placing the instrument in its case.
• Recharge the batteries by placing the
ophthalmoscope handle in the charging
base at the end of each working day.
• When the ophthalmoscope is not likely to be
used for long periods of time, remove the
batteries from the handle to avoid leakage.
• Wipe dust off the outside of the instrument
daily.
• While storing the instrument, keep the
lens disc on the zero setting so dust does
not build up on the other lenses (the zero
setting is just a hole with no lens).
• Some ophthalmoscopes include a shutter
for the viewing window. It should be closed
when the instrument is not in use to
prevent dust from entering.

A direct ophthalmoscope, or simply an
ophthalmoscope, is a hand-held optical
instrument used to inspect the fundus or
back of the eye.
The ophthalmoscope (Figure 1) contains
a handle with a rechargeable battery and a
head, frequently detachable, that contains a
bulb, a set of apertures for the light source,
and a set of lenses. The view provided by the
ophthalmoscope is monocular, non-stereoscopic (2D), narrow field (5°), and is
magnified about 15 times.
Light from a bulb (Figure 2) is reflected
at right angles and projected as a spot
through the iris of the patient to illuminate
the retina. This reflection is achieved using
a mirror or prism. The illuminated retina is
seen directly by the health professional (the
user) through the iris of
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